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The construction of the Cherenkov Telescope Array, consisting of two observatories designed 
to observe the very high energy gamma-ray sky with unprecedented sensitivity and precision, is 
expected to start soon. We will present the baseline methods and their extensions currently fore¬ 
seen to calibrate the observatory. These are bound to achieve the strong requirements on allowed 
systematic uncertainties for the reconstructed gamma-ray energy and flux scales, as well as on 
the pointing resolution, and on the overall duty cycle of the observatory. Onsite calibration activi¬ 
ties are designed to include a robust and efficient calibration of the telescope cameras, and various 
methods and instruments to achieve calibration of the overall optical throughput of each telescope, 
leading to both inter-telescope calibration and an absolute calibration of the entire observatory. 

One important aspect of the onsite calibration is a correct understanding of the atmosphere above 
the telescopes, which constitutes the calorimeter of this detection technique. It is planned to be 
constantly monitored with state-of-the-art instruments to obtain a full molecular and aerosol pro¬ 
file up to the stratosphere. In order to guarantee the best use of the observation time, in terms of 
usable data, an intelligent scheduling system is required, which gives preference to those sources 
and observation programs that can cope with the given atmospheric conditions, especially if the 
sky is partially covered by clouds, or slightly contaminated by dust. Ceilometers in combina¬ 
tion with all-sky-cameras are plannned to provide the observatory with a fast, online and full-sky 
knowledge of the expected conditions for each pointing direction. For a precise characterization 
of the adopted observing direction, wide-fleld optical telescopes and Raman Lidars are planned to 
provide information about the height-resolved and wavelength-dependent atmospheric extinction, 
throughout the fleld-of-view of the cameras. 
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1. Introduction 

The observation of very high energy gamma-rays using Cherenkov light produced in extended 
air showers has become a standard tool of modern astronomy over the last decade ||^. Based on the 
success of the present generation of ground-based Cherenkov telescope arrays (H.E.S.S., MAGIC 
and VERITAS *), the future Cherenkov Telescope Array (CTA) |Q] will provide the as trophy st¬ 
eal community with one mature open-access gamma-ray observatory in both hemispheres for the 
observation of gamma-rays with energies from a fews tens of GeV to beyond 100 TeV with un¬ 
precedented sensitivity and angular and energy resolution |^, @]. To realise these goals, 3 sizes 
of telescopes are planned: 23 m diameter Earge-Sized-Telescopes (ESTs), designed to provide the 
CTA with a low energy threshold, 12 m diameter Medium-Sized-Telescopes (MST) which should 
provide the majority of the improvement in flux sensitivity in the 100 GeV to 1 TeV energy range, 
and a large number of Small-Sized-Telescopes (SSTs) to extend the high-energy reach of the CTA. 

The current generation of Imaging Atmospheric Cherenkov Telescopes (lACTs) has been 
designed with the main aim of discovering new types of Very High Energy (VHE) gamma-ray 
emitters in the universe. Meanwhile, current instruments are starting to be limited by systematic 
uncertainties: the necessary calibration precision for the used calorimeter (the atmosphere) and 
the Cherenkov light detection instruments (the telescopes) had not always been included in their 
design. What is more, given the continuing success of these lACTs, facilitated by frequent im¬ 
provements of sensitivity, an exhaustive optimization of the full analysis duty cycle has not been 
a major issue until recently. There is still a potential to recover around 20-30% of the effective 
duty cycle, now lost either at the moment when strong data selection is required to guarantee data 
samples with stable systematic uncertainties for a complete spectral and morphological analysis, 
or already during observation, when the telescopes stop data taking under sub-optimal observing 
conditions^. Some of these instruments have learnt to continuously monitor the optical throughput 
of the telescopes [||] as well as the properties of the atmosphere above them |Q], and to correct 
the pointing resolution offline to arcsecond precision scales ||^. 

Along with the discovery and subsequent establishment of VHE gamma-ray source popu¬ 
lations, new questions have arisen, involving the interpretation of source spectra, the detection of 
flux variations and morphology studies of extended sources. Several recent discoveries by H.E.S.S., 
MAGIC and VERITAS are hence limited by the systematic uncertainties with which the instrument 
response is known. What was good enough at the beginning for the discovery of sources, is now 
starting to limit performance (see e.g. 

The CTA, in turn, is expected to dedicate a significant fraction of its lifetime to population 
studies and precision measurements. It will typically resolve spectral features such as the location 
of Inverse Compton peaks, spectral breaks and cutoffs (mainly in the tens of GeV regime and the 
tens of TeV regime), the imprint of the extinction of gamma-rays by the interaction with extragalac- 
tic background light on the received energy spectra, and possibly even spectral lines. It will also 
resolve the morphology of sources to unprecedented precision, and determine the precise location 
of VHE gamma-ray emission. 

'Additional information on those experiments can be found at www.mpi-hd.mpg.de/hfm/HESS/, 
wwwmagic. mppmu. mpg. de and veritas .sao.arizona. edu, respectively. 

^Under these circumstances, optimal atmospheric conditions are practically identical with photometric nights. 
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The physics cases for CTA have been studied and boiled down to a series of high-level require¬ 
ments, of which several concern the precision with which the physical properties of the incident 
gamma-rays must be known: 

• Energy scale: The systematic error in the overall energy scale must be below 10%. 

• Source localization: The precision with which point sources can be located must be better 
than 5" per axis with the goal of 3" per axis. 

• Availability: 100% of all feasible operational time must be available for observation. 

Further requirements have been established as performance requirements, the following of which 
especially affect the continuous online calibration efforts: 

• Cherenkov light intensity: The systematic error on the measurement of the absolute intensity 
of the Cherenkov light (post-calibration) at the position of each telescope must be <8%, with 
the goal of 5%. 

• Effective areas: The uncertainty on the effective area, well above threshold, must be <12%, 
with a goal of 8%. 

• Exposure: The integrated exposure (well above threshold), on a given target must be known 
to better than 15%. 

Some of these requirements can be fulfilled using methods which are state-of-the-ait in some of 
the cuiTent lACTs, while others require innovation beyond the current state-of-the-art. Especially 
the maximum availability, and the requirement on the systematic error of the energy scale are quite 
challenging. 


2. General Strategy 


Experience with the current generation of lACTs (H.E.S.S., MAGIC and VERITAS) has 
shown that the following baseline of calibration methods can achieve about 15% systematic un¬ 
certainty for the absolute energy scale [ ]I^ 14] and 10%-20% - depending on the energy range 
- for the reconstructed flux [13, 14, 15] (an additional systematic uncertainty of ±(0.1-0.15) on 
the slope of reconstructed power-law spectra is assumed), both for quality-selected data, i.e. after 
removal of data taken under non-optimal atmospheric conditions: 

• Analysis of regularly taken single photo-electron spectra [ |T^ ] or calibration pulses interlaced 
with air shower data taking in combination with the photon statistics methods [ p^ for the 
camera pixel calibration [18], 

• Analysis of muon rings and selected cosmic ray images to calibrate the optical throughput of 
the individual telescopes 


Selection of acceptable atmospheric conditions with parameters based on the trigger rates ] |190 
in order to control systematic errors on the energy scale to an acceptable level. 


• The recent introduction of standard energy and effective area correction by using a continu¬ 
ously run EIDAR 0. 
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Most of the residual systematics of the current generation instruments are due to un-monitored and 
un-corrected changes in atmospheric conditions, but also un-simulated long-term degradation of 
mirrors, cameras and of the telescope structure play a role. The baseline methods alone do not 
yet guarantee that the requirements for the CTA are always met, and moreover come along with 
an unacceptably high data loss rate. On top of that, current lACTs are sensitive only for a part of 
the energy spectrum covered by the CTA, whereas calibration becomes more and more difficult 
towards the very lower and the very upper end of the energy range, either due to higher and higher 
atmospheric shower heights, or due to less and less event statistics. Successful calibration of the 
CTA requires hence methods and instruments outperforming the baseline established by the current 
lACTs [24]. For implications on and error budgets of the camera calibration, a separate proceeding 
is available at this conference |2C]. 

On the contrary to the above said, the systematic uncertainty for the localization of a point 
source of the order of several arc-seconds has already been achieved in cuiTent lACTs by the 
H.E.S.S. collaboration [^, at least within an array of equal telescope sizes. A more detailed discus¬ 
sion on achievable pointing precision of the CTA are presented elsewhere in this conference |^]. 


3. Calibration of the Optical Throughput 


A collaboration-wide effort was made to establish the feasibility of an optical throughput cali¬ 
bration scheme based on muon rings (see e.g. 


1|,|23|]). These studies led to the insight that a muon 
calibration scheme seems viable for all telescopes, using regular data taken close to contemporary 
with normal science observations, but improving the currently applied technique. Slightly adapted 
trigger thresholds (possibly adjusted to the expected shapes of muon images) can be necessary for 
the smallest telescopes at least, as well as sufficiently efficient flagging of muon rings which have 
friggered only one telescope, in order not to get lost by the stereo coincidence trigger. Additionally, 
the telescope and camera components must be designed such that the transmitted part of the muon 
spectrum below 290 nm becomes negligible, in order to ensure sufficient match of the received 
Cherenkov light spectra from local muons and remote gamma-ray showers. 

The precision of muon calibration can then be safely estimated to about 2-3% systematic un¬ 
certainties for any achromatic degradation of the optical throughput for Cherenkov photons in the 
wavelength range between 290 nm and 700 nm. In the case of (expected long-term) wavelength- 
dependent degradation of the optical elements of a telescope, the correction applied from the mea¬ 
sured efficiency fo muon rings mighf resulf in an over-correcfed efficiency fo Cherenkov lighf from 
gamma-ray showers. This over-correcfion may amounf fo <13%. If is hence essenfial fo defermine 
fhe chromaficify of any degradation of opfical elemenfs from time fo time, e.g. once a year. 

An option for fhe wavelengfh-dependent calibration of each telescope can be the use of a 
calibrated light source flashing fhe felescopes from a disfance of >100 m, fhe so-called Illumina¬ 
tor. Also lighf flashers mounfed on Unmanned Air Vehicles (UAVs) flashing fhe felescopes from 
above ||^], and calibrafed lasers [ ^7| ] are an option. 

Cross calibration of felescope response efficiencies fhrough fhe use of cosmic ray images has 
been shown fo be a robusf approach enabling calibrafion independenf of many differenl hardware 
fechnologies. Relative calibrafion fhrough pairwise comparisons ensures fhaf mulfiple independenf 
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measurements over-determine the system of unknown pai'ameters, leading to an overall precision 


at the 1-3% level after reasonable data collection times [28]. 


4. Atmospheric Calibration 

Once the telescopes’ response to light is determined to better than 4-5% systematic uncer¬ 
tainty, the impact of the atmosphere must be understood to a level of 8-9%, in order to still meet 
the required 10% systematic uncertainty on the energy scale of the CTA. 

Simulation codes such as CORSIKA and KASKADE-C-i-i- agree within ~5% in their predic¬ 
tion for the absolute light yield at ground level and its radial distribution, excluding atmospheric 
effects [Q]. For CTA in turn, it is desirable to understand the predicted light yield in MC simula¬ 
tions to about 2%. In addition to that, desired simplifications in the Monte-Carlo simulation of the 
air showers lead to additional uncertainties of the order of <2%. 

At mid-latitudes, seasonal variation of the Cherenkov light yield can be as large as 25%, mostly 
due to the difference in the height of shower maximum coupled with the height-dependent threshold 
for Cherenkov light emission If measurements or predictions of the atmospheric profile with 
a precision of about 1 g/cm^ at a height resolution of 20 m are available, about 2.5% uncertainty 
on the relative radiation length of electrons and gamma rays, and hence the relative uncertainty on 
the shower energy, which is of the same order of magnitude, can be assumed. Since the Cherenkov 
angle also depends on the molecular density profile, the central Cherenkov light density Pc for 


vertical showers follow [29]: 


(^med ^obs) 


(4.1) 


where is the median height of emission for Cherenkov light near the core, and /jobs the obser¬ 
vatory altitude. 

Studies caiTied out for MAGIC have shown that an rms of about 2 g/cm^ between assumed and 
true density profile leads fo differences in Pc of about 0.5%, 1.5%, 3.5% and 6% for gamma-ray 
energies of 20 GeV, 200 GeV, 3 TeV and 70 TeV, respectively. This geometrical effect adds to an 
additional, but smaller, error due to the mis-reconstructed molecular extinction of Cherenkov light. 

In order to reduce the errors from the insufficient understanding of the molecular component 
of the atmosphere to acceptable sizes of ~1 g/cm^ it is therefore important to start a dedicated 
radiosonde campaign, once the CTA sites are selected and gather data to validate global data as¬ 


similation systems, like the GDAS [3C]. 


Modern radiosondes can also measure the concentration of ozone and will allow the uncer¬ 
tainty due to absorption of light by ozone to be limited to less than 1%, if an ozone climatology 
is later established. Molecular extinction of Cherenkov light should be controlled to the same 
precision, given the aforementioned precision in mass overburden and height. 

The main contribution to systematic uncertainties stems from the contribution of aerosols and 
clouds and can show variability on time scales of tens of minutes. Consequently, aerosol extinction 
needs to be measured/monitored on these time scales, with a precision of <2%, and a height reso¬ 
lution of the order of one radiation length, i.e. ~40 g/cm^. Only the fine-structure of the nocturnal 
boundary layer does not need to be resolved. 


Several CTA groups have started with the design of Raman LIDARs [31, 32] early on in 
the project, in order to continuously measure and monitor the extinction of Cherenkov light due 
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to aerosols to a precision better than 2%. LIDAR measurements are desirable since they can 
identify both ground-level aerosols, where extinction corrections of air shower data are straight¬ 
forward [^], and the vertical structure of higher altitude aerosols (e.g. due to distant biomass 
burning, desert dust intrusion, cirrus or volcanic eruptions) where shower image profiles are sig¬ 
nificantly distorted and where a correction is more difficult, but nevertheless possible 0. Strato¬ 
spheric aerosols in turn, may cause a significant obscuration of the star light after strato-volcanic 
eruptions, but only influence fhe Cherenkov lighf from air showers of excepfionally large heighfs 
of shower producfion and hence only af fhe energy fhreshold of fhe CTA. Hence, relying only 
on phofomefry of reference sfars may infroduce a bias which needs fo be correcfed for. If is never- 
fheless useful for calibrafion and moniforing, e.g. wifh a small robofic opfical felescope equipped 
wifh a hlfer wheel, as UVscope |34], a sophisficafed, porfable small-aperfure mulfi-pixels phofon 
defector. 


The FRAM felescope [35], used af fhe Pierre Auger Observatory, is able to perform fhis proce¬ 
dure over a large field-of-view, of fhe order of 10° x 10°, and fine resolufion (0.03"’), which is very 
useful for determining fhe exfincfion across fhe field-of-view. Sfudies have sfarfed fo determine fhe 
impacf of cirrus clouds covering parts of fhe FOV of a Cherenkov camera on fhe angular and energy 
resolufion, and how fo correcf for fhe respecfive biases offline, once a FRAM picfure is available 
and fhe alfifude of fhe cloud is defermined, e.g. by fhe Raman LIDARs. 

Scaffered Cherenkov lighf plays only a minor role for lACTs [^]. A value of <1% addi- 
fional confribufion of lighf is expected for fhe large-size telescopes, and <2% for fhe small-size 
felescopes, which will have a 10° field-of-view. 


5. Intelligent target selection 


In order to enhance fhe effechve dufy cycle of fhe CTA, an infelligenf scheduling system is 
planned, which allows fo prefer observafion of sources visible under good afmospheric condifions 
over fhose covered by clouds or aerosol layers. This is especially imporfanf in fhe case of cirrus 
clouds, which rarely cover fhe enfire sky. Given fhaf fhe heighf of an aerosol layer determines fhe 


energy fhreshold of fhe system [ 33 j, and cirrus will impacf ifs angular resolufion, such an infelligenf 
scheduling system shall be able to judge af each momenf whefher fhe observafion requiremenfs are 
sfill mef, or whefher a differenf source wifh less sfricf requiremenfs should be observed insfead. 
Only when opfimal observafion condifions are nof possible, should afmospheric correcfions be 
applied. 


For such poinfing forecasfs, scanning insfrumenfs, and/or All-Sky-Cameras [ |36| ] are suifable. 
Acfive scanning insfrumenfs should employ wavelengfhs fhaf do nof interfere wifh fhe CTA cam¬ 
eras, such as commercial ceilomefers (operafing af 905 nm or 1064 nm). All-Sky Cameras, which 


have been largely used during fhe CTA sife selecfion process [|36|], are becoming more and more fhe 
sfandai'd tools for cloud defecfion af world-class asfronomical observatories. These highly sensifive 
devices are able to deled even fine ciiTus, by comparing delecled lighf fluxes from sfars wifh Iheir 
cafalog values. Exposure limes of less lhan 1 minule are possible, and provide almosl conlempo- 
raneous cloud maps. The cloud heighf cannol be measured accurately however, a fask lefl to fhe 
ceilomefers. 
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